Submicrometer intracellular chemical optical fiber sensors.

by Weihong Tan, Zhong-You Shi, Steve Smith, Duane Birnbaum and Raoul Kopelman

A thousandfold miniaturization of immobilized optical fiber sensors, a millionfold or more sample reduction, and at least a hundredfold shorter response time, all simultaneously, were achieved by combining nanofabricated optical fiber tips with near-field photopolymerization. Specifically, pH optical fiber sensors were prepared with internal calibration, making use of the differences in both fluorescence and absorption of the acidic and basic dye species. The submicrometer sensors have excellent detection limits, as well as photostability, reversibility, and millisecond response times. Successful applications include intracellular and intraembryonic measurements. Potential applications include spatially and temporally resolved chemical analysis and kinetics inside single biological cells and their substructures.

Chemical concentration gradients and spatial heterogeneities are of great interest in many areas, including analytical chemistry, cell biology, physiology, toxicology, and materials science. In cell biology, for example, intracellular measurements could produce concentration profiles of cytoplasmic. Probes of very small size are needed to make such measurements. In this report, we describe a technology that enables the development of optical fiber sensors with submicrometer to tens of micrometer dimensions and extremely short response times. These sensors serve as nonperturbative probes for the measurement of microscopic and submicroscopic chemical profiles and their time development.

Electrically based sensors with submicrometer dimensions and subsecond response times have been used to probe chemical concentrations that are spatially heterogeneous [1]. However, this is not the case for optical fiber sensors, which have been widely used in recent years [2-4] and have demonstrated several advantages over electrically based sensors [2-3]. The most important disadvantage has been the absence of an optical fiber sensor small enough to probe spatial, chemical, or biological heterogeneities in the submicrometer size range. The smallest optical fiber sensor reported to date is about 100 [mu]m, requires a sample volume of microliters, and has a response time of several seconds. We have developed an optical fiber sensor for spatially heterogeneous measurements, with sizes as small as 0.1 [mu]m and sample volume requirements on the order of femtoliters. At the same time, these new optical fiber sensors are also capable of fast (millisecond) monitoring of chemical and biological reactions, for example, chemical kinetics inside restricted intracellular domains, where nonclassical rate laws apply [5].

There are two major difficulties in making small-sized optical fiber sensors. One is the limitation in most of the available techniques for the attachment of chemicals or biological reagents to the fiber surface. The attachment of chemical or biological reagents by membranes or tubing or any other mechanical method makes only very limited use of the fiber tip surface, which results in very weak signals and very slow response times. The covalent immobilization of reagents by photopolymerization on the distal end of an activated fiber has solved this problem [3, 4]. In this approach, the polymer serves to increase the surface area, which results in multiple reagent immobilization sites. Because there is no need for the use of a membrane or other mechanical means of confinement, the response is faster and the manufacturing is easier. The second difficulty in fabricating small optical fiber sensors is that there are no optical fibers of sufficiently small size commercially available. The smallest optical fiber sold commercially is in the range of 100 [mu]m (cladding diameter). However, optical fibers can be drawn to very small diameter tips [6-8]. We have prepared submicrometer optical fiber chemical sensors as small as 0.1 [mu]m in diameter. We formed aluminum-coated fiber tips and then incorporated a pH-sensitive dye into a copolymer that is attached covalently to the silanized fiber tip surface by photopolymerization.

We notice that calibration of these sensors could be complicated and reproducibility could be a problem for most samples if absolute light intensity measurements were used for pH determinations (the general practice for most ordinary optical fiber sensors). Also, because these optical fiber sensors are very small, there is only a small amount of fluorophore available for sensing. Thus, any significant photobleaching could reduce the accuracy of the measurement. Similarly, the geometry for signal collection could be very critical if absolute intensity measurements were used. These problems were overcome by internal calibration.

With the aim of enhancing the working ability of the miniaturized optical fiber sensors, we used several internal calibration methods to quantify pH that seem to be simpler and apparently better than previously reported approaches.
Submicrometer intracellular chemical optical fiber sensors.

[9, 10]. Our method is based on the fluorescence intensity ratio obtained from different wavelengths of the same emission spectrum for a single dye. It is highly effective for small-sized sensors, especially when the absorption differences of dye species are also used. Because one can obtain various ratios by selecting the intensities at different wavelengths of the same spectrum, this approach gives more than a double check for a single experiment. The dynamic range can be increased up to ten times if two different excitation sources are used. Thus, our method greatly enhances the sensitivity and accuracy of our measurements and greatly improves the working ability of these miniaturized sensors in biological samples.

For clarity, we note the common misconception about optical techniques being limited by the diffraction limit to about $\lambda/2$, where $\lambda$ is the wavelength of light. Although this is true for most conventional optical applications, it does not apply to near-field or other scanning probe techniques [6-8]. Furthermore, with the use of exciton-optical techniques [11, 12], the miniaturization is limited only by the size of the molecular probe.

The construction details have been given elsewhere [13]. In this report, the important procedures are briefly discussed. Optical fiber tips have been used as scanning probes in near-field scanning optical microscopy (NSOM) [6-8] and molecular exciton microscopy [7, 11, 12]. The apparatus consists of a micropipette puller and a [CO.sub.2] laser. One produces the fiber tip by drawing an optical fiber in the puller with the use of appropriate program parameters and by heating from a [CO.sub.2] infrared laser. Optical fibers can be tapered to well below 0.1-[mu]m tips, hereafter referred to as pulled tips. These pulled fiber tips are coated with aluminum, leaving the end face as a transmissive aperture. To make the pulled tip into a light source, we optically couple a laser beam into the opposite end of the pulled tip.

We prepared optical fiber sensors of various sizes, ranging from submicrometer to tens of micrometers, by incorporating a derivative of fluoresceinamine, N-fluoresceinylacrylamide (FLAC), into an acrylamide and N,N-methylenebis(acrylamide) copolymer that is attached covalently to a silanized fiber tip surface by photopolymerization [4, 13]. For most of our submicrometer sensor work, photopolymerization was used, although thermal polymerization was also tried. The key difference between these methods is that by photopolymerization the sensor size is controlled by the area from which the light exists, whereas for thermal polymerization the size cannot be controlled in this way. Light and heating were combined for photopolymerization. The thickness of the polymer on the fiber tip was controlled by the reaction time allowed for the polymerization on the fiber tip and was smaller than or close to the size of its diameter [13].

We collected the signal through the objective lens of a microscope, which increases the collection efficiency by one or more orders of magnitude compared to back collection (through the same fiber). For the smaller diameter sensors, a new apparatus was built. An Olympus inverted frame fluorescence microscope was connected with either an optical multichannel analyzer (OMA) or a photomultiplier tube (PMT). A 488-nm [Ar.sup.+] or a 442-nm He-Cd laser beam was used for excitation of the dye polymer.

The multi-mode and single-mode end-structure of the pulled fiber tapered uniformly from the original fiber to a submicrometer tip with a flat end-surface perpendicular to the fiber axis (Fig. 1B). Whereas the sides of the tip were coated with aluminum, the flat end was left bare, and a tiny aperture was formed. When a 30-mW, 442-nm laser beam was coupled into the aluminum-coated fiber tip, a very bright spot at the tip could be seen under the microscope. This probe delivered light very efficiently to the aperture because all the radiation remained bound to the core to within a few micrometers from the tip. The signal emerging from a randomly chosen 0.2-[mu]m fiber tip (blank) was [10.sup.12] photons per second, as measured by neutral density filters. Scanning electron microscopy showed that the diameters of the fiber tips were from 0.1 to 1 [mu]m, and most were about 0.5 [mu]m. We have made smaller tips in our NSOM research [7], and the smallest fiber tip reported [6] is about 0.02 [mu]m in diameter.

For comparison, larger size (100 to 200 [mu]m) unpulled fiber sensors were also prepared by photopolymerization on the silanized fiber surface. The polymer grew only on the fiber core surface where light is emitted. The fine structure of the polymer was quite clear. Results of pH testing on this sensor were comparable with those from previous studies [13].

To fabricate the submicrometer sensor, we had to optimize the reaction temperature, polymerization time, and laser power, as well as the coupling efficiency of the sensor in order to grow submicrometer-size polymer probes on the fiber tip surfaces. No fine structure of the probe at the fiber tip could be seen because of the resolution limitations of conventional optical microscopes. When we viewed the sensor under the microscope, only a small and unresolved light spot was seen at its tip, which supports our claim that a submicrometer-size sensor has been fabricated (Fig. 1B).

Fluorescence spectra of the sensor for two excitation
Submicrometer intracellular chemical optical fiber sensors.

wavelengths are shown in Fig. 2. The dependence of the fluorescence intensity on pH was inversely related to the magnitude of the excitation wavelength. For excitation at 442 nm, higher pH decreased the fluorescence intensity, whereas for excitation of 488 nm, higher pH increased the fluorescence intensity. This effect is a consequence of the isosbestic point in the absorption spectra (Fig. 3).

Submicrometer pH fiber sensors were tested with nine different buffer solutions, from pH 4 to 9. Measurements were cycled several times between these values of the pH. For each pH buffer solution, a fluorescence spectrum of the sensor was recorded by the OMA system. The typical exposure time for taking the fluorescence spectrum was 0.5 to 10 s for submicrometer sensors. The use of the OMA system, compared to that of monochromator or optical filters, greatly enhanced the efficiency and precision of the experimental results. Moreover, because very short sensor excitation times were used, no evidence of photobleaching was observed after repeated experiments over a long time period. Thus, the lifetime of the sensor had been prolonged. We estimate that as far as bleaching is concerned, a given sensor can be used for tens of thousands of measurements (see below).

Figure 4 shows the useful ratios for each excitation obtained at three different wavelengths from a typical sensor that we have constructed. The ratio of the intensities at two different wavelengths can be used to quantify pH. Other ratios can be used, if necessary. The ratios at 540/490 nm and at 540/610 nm are large enough for a sensor to measure pH sensitively in the physiological range. Only certain wavelength combinations give accurate calibration. Moreover, different sensors have slightly different behaviors for their intensity ratios, probably as a result of the sensor geometry or dye distribution (aggregation).

The feasibility of the miniaturized optical fiber sensor and of the internal calibration technique has been tested with some aqueous solutions and several biological samples. The biological samples tested were blood cells, frog cells, and rat embryos during various ages of their early life (from 8 to 12 days) [14]. In Fig. 1C, we show the pH measurement of a mid-gestation rat embryo. The optical fiber sensor was inserted into the extraembryonic cavity of the embryo. Thus, we need only a single embryo to measure pH, whereas previously up to 1000 embryos had to be "homogenized" for a single measurement [15]. Our single embryo pH measurements (for example, pH 7.50 [+ or -] 0.05 for day 10 rat embryo) agree with those from "homogenized" samples (for example, pH 7.46 [+ or -] 0.06 for day 10 mouse embryos). Furthermore, the measurements carried out by our sensors are nondestructive single-cell operations. A complete embryo study will be reported [16].

Using four aqueous solutions in the physiological pH range (Table 1), we compared the accuracy of these optical fiber sensors to that of a macroscopic standard high-precision pH meter (Omega). The results from the sensor are similar to those obtained from the commercial pH meter and demonstrate the effectiveness of the internal calibration method in quantifying pH.

Because of the opposite effects of pH on absorptivity at different wavelengths (Fig. 3), we made use of the differences both in absorption and in fluorescence of the dye at different wavelengths to quantify the pH and increase the differential in intensity ratio per pH unit change. We obtained a significant enhancement factor (Table 2).

The miniaturization of the sensor also permits a very fast response time because the analytes have immediate access to the dye on the sensor tip. The submicrometer sensors have response times shorter than can presently be measured (20 ms). This is consistent with Fig. 5, which shows the 10 to 90% response times for one of our largest sensors ([approximately]80 [mu]m) to be [greater-than-or-equal-to] 500 ms.

The submicrometer pH sensor has a detection limit of [greater-than-or-equal-to] 3000 hydrogen ions in the measurements of pH 8 buffer solutions inside a micrometer-size membrane hole [13]. The submicrometer pH sensor also has good stability, even when a high laser power (30 mW, collected fluorescence intensity around [10.sup.5] counts per second) is used. Over a time period of 40 min, only a 10% loss in intensity for sensors immersed inside a buffer solution was recorded. The photobleaching is practically imperceptible at the routine lower laser power operation.

REFERENCES AND NOTES

Submicrometer intracellular chemical optical fiber sensors.


[17.] We thank B. Thorsrud and C. Harris for providing rat embryo samples and S. Parus for computer programming. We also thank M. Meyerhoff, M. Morris, M. Shortreed, and D. Walt for helpful discussions. Supported by Department of Energy grants DE-FG02-90ER 60984 and DE-FG02-90ER 61085.